Implant augmentation

Augmentation of implants with polymethylmethacrylate (PMMA) cement has been used for many years in orthopedic surgery. Traditional indications have been planned or unplanned salvage procedures with bone loss due to tumors or metastasis and revision surgeries. It is within the nature of those surgeries that the use of cement is unpredictable and not standardized. There is not much research available. Since osteoporosis essentially means bone loss, the concept of implant augmentation seems to be appealing for enhancing primary stability of fracture fixation under this condition as well.

Rationale: At the time of implant placement, two main factors determine its primary stability: the amount and quality of bone-implant contact and the compressive stresses induced by press-fitting at the bone-implant interface. Implant augmentation addresses the first. Because of the reduced number and thickness of trabeculae in osteoporotic metaphyseal bone, contacts between implant and bone are dramatically reduced compared to normal bone. The percentage of implant surface in contact with bone correlates, at least to some extent, with implant failures. PMMA cement, when utilized as implant augmentation, increases the surface and the interdigitation of the implant with the surrounding bone.

Biomechanics: The effect of in situ PMMA screw augmentation in proximal humeral fractures [1].

Objective: This in vitro study investigated the cutout resistance of PMMA–augmented screws for proximal humerus fractures stabilized with the proximal humerus internal locking system (PHILOS).

Material/methods: A simulated three-part humeral head fracture was stabilized with an angular stable plating system in twelve pairs of humeri. Local bone mineral density BMD in the humeral head was measured with qCT. One side was randomly treated with four cannulated screws, each augmented with 0.5 mL of PMMA-cement, whereas the contra lateral side served as a nonaugmented control. Specimens were loaded in varus-bending or axial-rotation using a cyclic loading protocol with increasing load magnitude until failure of the osteosynthesis occurred. Relative motion of the humeral head to the PHILOS was measured using a 3D motion analysis system. The effect of augmentation was analyzed with a paired t test. BMD, number of load cycles to failure, as well as BMD and the paired difference of load cycles to failure were correlated.

Results: For varus bending, the osteosynthesis failed after 5583.3 (SD 2273.6) in the conventional group and after 8516.6 (SD 951.6) cycles in the augmented group (\(P = .014\)). Correlation of failure cycle with BMD showed a strong positive correlation for the conventional group (\(r = .893, P = .016\)) and no correlation for augmented specimens (\(r = .258, P = .621\)). For axial rotation the conventional group failed after 2050 (SD 656.5) cycles and the augmented group after 3316.6 (SD 348.8) cycles (\(P < .003\)).

Conclusion: It could be shown for both tested load cases (varus bending and axial rotation) that augmented specimens sustained a significant higher number of load cycles (and maximum load) until failure of the construct.
Fig 1: Simulated three part fracture, stabilized with a PHILOS plate and four most proximal screws augmented with 0.5 mL PMMA.

Fig 2: Correlation of trabecular BMD with number of load cycles to failure. Nonaugmented specimens showed a strong positive correlation, while augmented specimens did not show a correlation with BMD.

Amount of cement

Historically, the medical community has always been concerned with the use of bone cement to enhance implant anchorage. Most of these concerns were based on the interference with fracture healing due to excessive cement application, leading to osteocyte necrosis, and the presence of cement at the fracture site, leading to persisting non-reducible fracture gaps or blocking of the sliding mechanism of the implant.

Furthermore, the application of excessive amounts of bone cement might lead to osteocyte and chondrocyte necrosis. With the use of cannulated and perforated implants, the problem of cement distribution has been solved. Injecting bone cement through the implant can avoid intraarticular localization of bone cement and leakage of cement at the fracture site. In order to reduce the residual risks associated with the amount of bone cement (mainly toxic and thermal effects), it is of utmost importance to further reduce the volume of the cement used. Because chondrocytes might be more sensitive to the deleterious effects of PMMA than osteocytes, any subchondral localization of bone
Cement should be avoided, and one should try to use just enough PMMA as needed to surround the implant.

Biomechanical studies on a foam model and in cadaveric bones show the beneficial effect of using a limited amount of PMMA on implant anchorage and cut-out resistance [2, 3]. A significant difference in numbers of cycles to failure was found between augmented and nonaugmented specimens with the use of maximum 3 mL of PMMA.

**Heat generation**
The use of PMMA bone cement to augment implants is associated with an exothermic reaction. The temperature distribution around an implant is influenced by variables such as the implant itself, cement layer thickness, and heat conductivity of involved materials, and others. Bone tissue necrosis can be expected when tissue is exposed to more than 60°C. At lower temperatures, damage depends on the exposure time. Recent in vitro studies have demonstrated that the augmentation of a hip implant with 3–6 mL is not associated with a risk of thermal bone necrosis [4, 5].

**Clinical application of implant augmentation**
Implant augmentation has been used for some time for transpedicular screw fixation of spinal disorders.

In other musculoskeletal fracture fixations, standardized implant augmentation has only been developed and applied for the blade of the PFNA. The blade is therefore delivered in a perforated version.

In the near future, cannulated locking head screws with the PHILOS plate will be used for fixation of proximal humerus fractures.

**Implant removal after augmentation**
Implant removal has never shown to be a problem after augmentation. The cement sticks much firmer to the bone than to the implant and simply breaks at the perforation holes of the implant.

**Recommended reading**

**Disclaimer**
Production: AO Foundation, Switzerland

**Hazards**
Great care has been taken to maintain the accuracy of the information contained in this publication. However, the publisher, and/or the distributor, and/or the editors, and/or the authors cannot be held responsible for errors or any
consequences arising from the use of the information contained in this publication. Contributions published under the name of individual authors are statements and opinions solely of said authors and not of the publisher, and/or the distributor, and/or the AO Group.

The products, procedures, and therapies described in this work are hazardous and are therefore only to be applied by certified and trained medical professionals in environments specially designed for such procedures. No suggested test or procedure should be carried out unless, in the user’s professional judgment, its risk is justified. Whoever applies products, procedures, and therapies shown or described in this work will do this at their own risk. Because of rapid advances in the medical sciences, AO recommends that independent verification of diagnosis, therapies, drugs, dosages, and operation methods should be made before any action is taken. Although all advertising material which may be inserted into the work is expected to conform to ethical (medical) standards, inclusion in this publication does not constitute a guarantee or endorsement by the publisher regarding quality or value of such product or of the claims made of it by its manufacturer.

Legal restrictions
This work was produced by AO Foundation, Switzerland. All rights reserved. This publication, including all parts thereof, is legally protected by copyright. Any use, exploitation or commercialization outside the narrow limits set forth by copyright legislation and the restrictions on use laid out below, without the publisher’s consent, is illegal and liable to prosecution. This applies in particular to photostat reproduction, copying, scanning or duplication of any kind, translation, preparation of microfilms, electronic data processing, and storage such as making this publication available on Intranet or Internet. Some of the products, names, instruments, treatments, logos, designs, etc. referred to in this publication are also protected by patents and trademarks or by other intellectual property protection laws (e.g. “AO”, “ASIF”, “AO/ASIF”, TRIANGLE/GLOBE Logo” are registered trademarks) even though specific reference to this fact is not always made in the text. Therefore, the appearance of a name, instrument, etc. without designation as proprietary is not to be construed as a representation by the publisher that it is in the public domain. Restrictions on use: The rightful owner of an authorized copy of this work may use it for educational and research purposes only. Single images or illustrations may be copied for research or educational purposes only. The images or illustrations may not be altered in any way and need to carry the following statement of origin “Copyright by AO Foundation, Switzerland”.

Copyright © 2014 by AO Foundation, Switzerland, Clavadelerstrasse 8, CH-7270 Davos Platz

Provided by An Sermon, Werner Schmölz, and Ladina Fliri, AO Foundation, CH (January 2014)